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SECTION  I 


PURPOSE 

Since  there  is  a  considerable  amount  of  solar  energy  flux  in  the  vicin¬ 
ity  of  the  earth’s  orbit,  it  would  be  desirable  to  have  devices  capable  of  con- 
verting  this  solar  energy  into  electrical  energy.  This  study  is  concerned 
with  the  feasibility  of  one  such  method  of  conversion  employing  the  photo¬ 
electric  effect  and  an  experimental  photogenerator  made  using  available 
material  and  techniques.  Since  this  photogenerator  is  expected  to  have  use¬ 
ful  cfflciemcy  and  a  high  power-per-unit-weight,  it  will  be  particularly  suited 
for  space  application. 

This  study  has  been  divided  into  three  major  tasks:  Task  A.  which 
deals  wth  preliminary  studies;  Task  B.  which  has  as  a  goal  a  sealed-off 
glass  photoge Aerator;  and  Task  C.  which  has  as  a  goal  a  sealed-off,  tifiin* 
glass  photogenerator. 


SECTION  II 


ABSTRACT 


The  use  of  photoemission  to  convert  solar  photon  flux  into  electrical 
power  and  the  development  of  a  high  power-per-unit-weight  photogenerator 
suitable  for  use  in  space,  are  considered  in  this  study.  Experimental  re* 
suits  obtained  with  the  movable-aaode  WX.3964  are  presented  and  show  how 
efficiency  depends  on  anode-to-photocathode  spacing.  The  results  of  the 
bell-jar  and  WX-4220  phototube  experiments  are  given,  showing  the  neces* 
sity  of  clean  tube  components  and  the  desirability  of  a  small  volume  during 
cesiation.  A  tentative  design  of  a  glass -tubing  processing  system  is  dis¬ 
cussed  and  the  design  of  the  WX.4209  is  given,  showing  the  compatibility 
of  the  two.  A  schedule  of  work  for  the  next  year  is  given  for  both  the 
VrX-4209  photogenerator  and  the  thin-glass  photogenerator. 


SECTION  III 


PUBLICATIONS,  LECTURES,  REPORTS,  AND  CONFERENCES 


On  9  August  1960,  a  meeting  was  held  between  Mr.  Stuart  Shapiro, 
representing  the  Signal  Corps,  and  Messrs.  D.  Callendar,  A. S.  Jensen,  ^ 

G.  R.  Kilgore,  I.  Limansky,  representing  Westinghouse.  The  progress  of 
the  contract  and  the  work  remaining  was  discussed,  along  with  the  possibil¬ 
ity  of  Continuing  the  contract. 

•  On  22  September  I960,  a  meeting  was  held  between  Westinghouse 
Representatives  and  U.  S.  Army  Signal  Research  and  Development  Labora¬ 
tories  personnel.  Representing  Westinghouse  were  Messrs.  C.  Arthur, 

D.  Callendar,  1.  Limansky,  andA.  S.  Jensen.  Messrs.  G.  Hunrath, 

S.  Shapiro,  W.  Schorr.  H.  Schwartz,  and  Dr.  E.  Kittl  represented 
USASRDL  while  Muncie  Crost  represented  Evans  Signal  Laboratories. 
Westinghouse  gave  an  ora.1  presentation  which  recapitulated  the  program 
mads  to  date,  analyzed  the  results  obtained  during  the  last  year,  and  mapped 
out  the  program  for  next  year. 
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SECTION  IV 
FACTUAL  DATA 


4.  I  INTRODtjCTION 

The  elose  spacing  rec^ired  in  the  photogenerator  imposes  strin¬ 
gent  limitations  with  regard  to  the  manner  of  processing  this  tube.  If  the 
spacing  is  to  be  a  few  mils  thick  for  the  tube  in  its  final  form,  as  the  theoret¬ 
ical  study  indicates,  a  host  of  problems  arise  as  to  the  sealing  method, 
photosurfaee  formation*  etc*  Even  when  the  tube  vacuum  envelope  is  re¬ 
latively  thick*  many  of  the  same  problems  are  encountered.  This  report 
'  describes  the  design  of  the  tube  under  investigation,  the  problems  met  io  its 
processing  and  construction,  and  how  these  problems  were  resolved. 

Oaring  this  period,  the  emphasis  was  placed  on  the  bell*  jar 
experiments  and  the  WX*4220  photoemission  control  tubes.  In  addition, 
several  WX-3964  pbotogenerators  having  movable  anodes  were  made. 

4.  2  TASK  A  -  PRELIMINARY  STUDIES 

4.2.1  Phase  2  -  Electrode  Processing 

The  general  considerations  involved  in  the  preparation.and 
processing  of  parts  destined  to  Comprise  the  photogenerator  or  the  WX-4220 
phototube  have  been  covered  in  detail  in  the  last  two  semiannual  reports. 

This  report  covers  bodi  the  application  of  these  considerations  in  the  making 
of  photogenerator  components,  and  the  results. 

4. 2. 1 . 1  Photocathode 

Five  glass  photoeathode  substrates  were  prepared', 
according  to  the  procedure  outlined  in  the  second  semiannual  report.  Cop« 
per  and  chromium  evaporations  were  carried  out  witfiin  a  Veeco  four-inch 
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bell-jar  system  capable  of  being  pumped  to  a  pressure  of  2  x  10*  'mm  Hg. 

Prior  to  these  evaporations,  the  soda-lime  glass  substrate  was  outgassed 

by  heating  in  a  vacuum.  Adhesion  of  the  copper  to  the  glass  was  improved 

over  the  adhesion  obtained  with  no  outgassifig.  and  the  lO-mesh-per-inch 

pattern  was  able  to  be  etched  into  the  deposited  copper  with  no  incident. 

Manganese  evaporation  within  die  bell- jar  upon  the 

photocathode  substrate  was  done  using  electrodeposited  manganese  upon  an 

8-mil  tungsten  wire.  Some  difficulty  was  experienced  with  brittle,  frangible 

coatings  until  the  evaporator  was  fired  in  vacuum  to  a  temperature  just  below 

the  point  of  evaporation  before  use. 

Both  manganese  and  antimony  evaporations  proceeded 

satisfactorily  in  the  WX-4220  and  bell-jar  experiments.  When  cesium  was 
admitted  however,  the  expected  photoemission  did  not  develop,  even  when  the 
photocathode  substrate  was  heated  to  150-170*C.  the  reaction  range  of  the 
cesium  antimonide.  Reasons  for  this  fault  and  ways  to  overcome  it  will  be 
noted  in  a  subsequent  section. 

4  2.1.2  WX-4220  Photoemission  Control  Tube 

This  tube  is  used  to  check  on  die  photocathode  proc¬ 
essing  during  the  course  of  this  program.  Its  tentative  construction  was 
shown  in  Semiannual  Report  No.  1  and  the  present  construction  is  shown  in 


figure  1. 


Of  the  ten  WX-4220  tubes  made  during  the  period 


July- August  1960.  all  but  two  failed  due  to  a  leak  which  developed  in  the  tip- 
off.  .The  first  two  tubes  had  poor  contact  to  the  aluminized  photocathode 
contact  coating.  However,  subsequent  tubes  corrected  for  this  by  including 
three  photocathode  contact-. springs  as  shown  in  figure  1 .  Trouble  was  also 
experienced  with  the  aluminium  photocathode  contact  coating  deposited  in  a 
vacuum  system  where  no  steps  were  taken  to  prevent  the  backstreaming  of 
vacuum  pump  oil  vapors  during  the  aluminium  evaporation.  Bulbs  prepared 
on  this  system  were  contaminated  with  the  pump  oil  and  had  no  measurable 


photoemission. 
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Figure  1.  WX-4220  Photoexnission  Control  Tube 


In  all  cases,  the  performance  of  the  tubes  daring 
processing  were  mediocre  and  the  photorasponse  during  processing  did  not 
follow  the  normal  course.  During  the  formation  of  an  acceptable  photocathodci 
the  photoresponse  and  leakage  current  decreases  to  a  minimum  as  the  cesium 
combines  with  the  antimony  to  form  cesium  antlmonide.  Further  processing 
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(baking  at  160°C)  causes  the  photoresponse  to  increase  to  a  maximum  and  the 
leakage  current  to  fall  to  zero.  In  the  case  of  the  WX»4220  tubes  tnade  dur¬ 
ing  this  period^  the  photoresponse  never  increased  past  the  miniznuin<  no 
matter  how  lon*g  the  tubes  were  baked.  Table  I  is  a  chronology  of  a  repre¬ 
sentative  tube  during  processing. 


TABLE  1 

CHRONOLOGY  OF  WX.4220,  NO.  7 

1,  On  System  at  1100,  3  August  I960. 

2.  Bake  out: 


Time 

Temperature 

Pressure  in  Manifold 

1130 

240“  C 

8  X  10"^  mm-  Hg. 

1215 

400 

3  X  10“^  mm  Hg. 

.1405 

25 

7  X  10"^  mm  Hg. 

3.  Manganese  Evaporation: 

_7 

7.5  amps  at  7  x  10  mm  Hg. 

light  transmission. measurement  100% -*80% 

4.  Manganese  Oxidation 

150  microns  with  Power  Supply  set  at  410  volt  at  10  microatnpa 
(started  with  Tesla  coil)  light  transmission  measurement 
88%  — 96% 

5.  Antimony  Evaporation 
4.  5  amp  at  7  x  10"^ 

light  transmission  measurement  100%— 70%  first  trial 

70%—  62%  second  trial 

6.  Cesium 

Oven  at  150°C,  cesium  generator  increased  1  amp  per  minutSt 
6.2  amps  cesium  involved.  Maximum  photocurrent  during 
cesiation,  6  microamperes,  mostly  due  to  dark  current.  Pl.o- 
toresponse  from  0.001  to  0.0017  microampere, 

7.  Tipped-off. 
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4.  2.  1 . 3  Anode 

•  No  change  was  made  in  the  anode  structure  of  the 

.photogenerator.  As  noted  in  the  second  semiannual  report,  the  anode 
sists  of  a  woven  stainless  steel  mesh,  lOfl  mesh  per  inch,  with  silver  elec¬ 
troplated  on  the  side  facing  away  from  the  photocathode  and  silicon  monoxide 
vacuum  deposited  on  the  side  facing  the  photocathode.  The  mesh  is  welded 
to  an  anode  mesh  support. 

Preliminary  tests  Indicate  that  the  insulating  coating 
does  not  perform  its  primary  function  of  Insulating  the  photocathode  from 
the  anode,  since  when  the  two  are  brought  together  a  short  circuit  invariably 
occurs.  Some  additional  work  has  been  done  with  magnesium  fluoride  which 
was  deposited  on  glass  microscope  slides  for  investigation.  Some  thought 
has  been  given  to  using  a  flat,  etched  copper  mesh  similiar  to  that  previously 
used  in  the  WX-3964.  The  structure  of  the  WX-4209  has  also  been  changed 
to  permit  the  use  of  a  welding  ring,  since  contact  may  have  been  present 
between  the  ends  of  the  mesh  protruding  in  the  direction  of  the  photocathode. 
4.  2, 1.4  Wide-Spaced  Photogenerator  -  WX-39  64 

WX-3964  tubes  were  originally  intended  to  be  used  to 
determine  the  effect  of  anode  surface  conditions  upon  the  operation  of  the 
photogenerator.  However  it  became  quickly  apparent  that  the  design  and 
processing  of  this  tube  was  not  sufficiently  under  control  to  separate  the 
effect  of  the  anode  surface  from  the  other  variables  influencing  its  operation. 
The  basic  design  of  the  WX-3964  was  changed  therefore,  to  permit  the  anode 
mesh  to  be  moved  by  a  small  amount  relative  to  the  photosurface  (see 
figure  2).  Also,  the  aluminized  contact  ring  was  extended  so  that  the  aper¬ 
ture  of  the  photosurface  was  only  14.5  instead  of  20  square  centimeters. 

This  was  done  to  insure  good  contact  between  the  photosurface  and  the  alu- 
.  mini  zed  contact  ring. 
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Figure  2.  Complete  Image  Mount  (Revlelon)  of  WX-3964 
Wide -Spaced  Photogenerator 


Hie  WX-3964  tubes  were  assembled  at  the  Camera 
Tube  Section  and  shipped  to  Baltimore  for  processing.  The  tubes  were  not 
prepumped  at  the  Camera  Tube  Section  nor  filled  with  an  inert  atmosphere 
for  shipping  purposes.  Of  the  nine  tubes  shipped  to  Baltimore^  one  failed 
during  processing  and  four  had  poor  tip-offs  and  went  to  air  shortly  after 


they  were  laken  ©ff  the  p»oc«S6ihg  station.  Data  taken  on  five  tubes  may  be 
seen  in  table  2.  Table  2  also  contains  the  experimental  results  obtained  with 
die  first  group  of  six  tubes  which  were  assembled  ajid  processed  at  the 
Camera  Tube  Section  for  comparative  purposes.  Appendix  A  is  included  to 
show  on-the«pump  processing  Information  on  these  tubes;  reference  to  this 
section  will  show  that  of  all  the  tubes  processed,  tube  E-3  was  the  only  one 
showing  the  proper  photocurrent  versus  time  relationship.  Tube  E-3  also 
had  the  highest  microamperes  par  lumen  response  of  all  the  WX-3964  tubes 
made.  However,  as  a  photogene rator  it  had  less  power  output  than  tube  E-5. 
Tube  E-5  had  silver-bismuth  evaporated  to  a  light  transmission  of  3  percent 
during  on-the-pump  processing:  although  its  photoresponse  was  low  (6  micro¬ 
amperes  per  lumen)  as  a  photogenerator  It  had  a  higher  efficiency  (0.009  per¬ 
cent)  than  that  of  tube  E-3  (O.OOl  percent).  The  same  phenomenon  was  ob¬ 
served  in  tubes  4  and  5  made  by  the  Camera  Tube  Section  and  reported  in  Che 
eecond  semiannual  report.  Table  2  ehowe  that  although  the  spacing  between 
anode  and  photocathode  for  these  tubes  was  essentially  the  same,  the  effi¬ 
ciency  of  tube  4  was  three  times  as  great  ae  tiiat  for  tube  5,  even  though  the 
photoresponsc  of  tube  4  was  1/ 4  that  of  tube  5.  It  seems  that  the  thickness  of 
the  photosurface  plays  an  important  role  in  the  photogenerator  process. 

The  tubes  processed  at  Special  Electron  Devices 
during  this  period  were  fabricated  with  movable  anodes  to  make  it  possible 
to  determine  if  there  was  any  evidence  of  improvement  in  efficiency  of  power 
conversion  due  to  a  closer  spacing  of  the  anode  and  photocathode.  Table  2 
shows  that  there  is  a  definite  relationship  between  the  distance  separating 
the  photocathode  and  anode  and  the  efficiency  of  the  photogenerator.  Unfor¬ 
tunately,  the  separation  could  not  be  measured  with  any  degree  of  accuracy, 
since  the  anodes  were  not  fastened  postively  and  could  not  be  trusted  to  stay 
in  a  given  position  during  a  series  of  measurements  involving  excessive 

handling. 
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*  Note  that  a  value  of  photoresponhe  (i>  et »  micro¬ 

amperes  per  lumen)  is  given  as  part  of  the  data  in  tablo  It  is  important 
Xo  record  this  value,  although  it  does  not  have  direct  bearing  on  photogett- 
erator  output,  since  it  compares  the  (Quality  of  the  photosurfaces  made  In  this 
laboratory  with  photosurfaces  made  throughout  the  industry.  Since  a  lumen 
is  a  unit  of  visible  light  power,  it. may  be  possible  to  extract  valuable  power 
conversion  data  from  this  measurement.  However,  there  is  no  general 
relationship  between  the  radiant  energy  and  the  luminous  flux  emitted  by  a 
light  source.  Therefore,  the  best  relationship  that  can  be  made  is  to  define 
the  luminous  flux  as  the  least  mechanical  equivalent  of  light  (5560  A), 
Nevertheless;  this  reading  is  still  valuable  in  monitoring  the  quality  of  the 
photocathodes  made  in  this  laboratory  and  comparing  them  against  those 
made  in  other  laboratories. 

Tq  this  end,  a  photocell  testing  station  was  con¬ 
structed  to  give  a  solid  angle  subtending  a  light  flux  of  1  lumen  (Appendix  B). 
The  photoresponse  measurements  of  table  2  were  obtained  with  the  use  of 
this  station,  and  the  results  obtained  earlier  at  the  Camera  Tube  Section  for 
tubes  1  through  6  were  checked  and  found  to  be  within  experimental  error. 
However,  before  this  test  set  is  considered  an  acceptable  standard,  it  will 
be  necessary  to  recalibrate  the  test  lamp  at  a  color  temperature  of  2870* K,  . 
the  accepted  value  for  a  light  source  to  give  the  absolute  luminous  sensitivity 
of  a  photodiode.  The  photocell  test  lamp  employed  in  the  photoresponse 
measurements  given  in  this  report  was  operated  at  rated  voltage  (10.  7  volts) 
which  gave  a  higher  color  temperature  (3104'’K)  than  required. 

For  future  measurements  of  spectral  sensitivity  of 
the  photoemissivc  coatings,  Osram  Spectral  lamps  have  been  ordered:  one 
mercury  lamp  with  a  window  to  extend  the  range  in  the  ultraviolet  to  230 
millimicrons  and  one  sodiwn  lamp.  Also,  Bausch  and  Lomb  second-order 
interference  filters  which  pass  the  436,  546,  and  689  millimicron  lines  with 
8  millimicron  half- width  have  been  ordered. 


4.  2.  2 


Phag«  S  -  Bell-Jar  ProcgBSing  System 
The  primary  goal  of  the  bell-jar  processiag  equipment  is 
the  evaporation  of  a  photosurface  upon  the  photocathode  substrate,  and  a  low 
work-function  surface  upon  the  anode.  Since  the  two  are  in  close  proximity 
in  a  finished  photogenerator,  it  is  necessary  to  have  a  method  of  moving 
them  relative  to  each  other  after  evaporation  of  the  base  metals.  Zn  addition, 
the  processing  system  should  be  versatile  and  easy  to  clean.  Also,  an 
electrical  measuring  system  should  be  included  to  determine  the  percent  . 
light-transmission  through  the  photocathode  substrate,  photoelectric  re¬ 
sponse,  and  the  degree  of  vacuum  in  the  system. 

4.  2.  2.  1  Mechanical  Arrangement 

The  evaporation  can  design  was  changed  from  an 
enclosed,  unheated  glass  cylinder  to  a  semienclosed  heated  glass  cylinder 
(see  figure  3).  It  was  hoped  that  heating  the  photosurface  glass  substrate 
would  accelerate  the  rate  of  reaction  between  the  cesium  and  antimony,  btit 
the  results  proved  disappointing.  Cold  cesiation  (using  an  enclosed,  un¬ 
heated  glass  cesiation  can)  appeared  to  give  a  large  initial  photoemission 
which  subsequently  decayed  to  a  negligible  amount  within  an  hour.  Hot 
cesiation  within  a  semienclosed  glass  cesiation  can  did  not  improve  the 
situation,  i.  e.  ,  the  photoemission  did  not  have  the  large  initial  surge  and 
the  photocurrent  still  decayed  to  a  negligible  amount  within  an  hour. 

No  other  changes  in  the  mechanical  arrangement  as 
described  in  the  last  semiannual  report  were  made,  and  emphasis  was 
placed  on  obtaining  as  much  information  as  possible  from  the  bell-jar  proc¬ 
essing  station  before  proceeding  to  the  glass-tubing  vacuum  system 
mentioned  in  the  second  semiannual  report. 


Figure  3.  Cesiation  Can  and  Evaporator  Arsembly 


4,  z.  2.  Z  Electrical  Aerangameat 

Figure  4  Is  a  schematic  diagram  of.Che  p^cloendseiott* 
photogenerator  measuremeat  circuit  included  in  the  processing  station*  This 
circuit  will  proyide  a  quick  test  connection  to  the  photogenerator  under  test 
for  either  a  photoemission  test*  or  to  determine  the  amouat  o£  power  output 
from  the  tube  as  a  photogeneretor.  The  information  {voltage  across  or 
R^)  Is  presented  upon  the  Weston  Strip  Chart  Recorder  through  the  automatic 
readout  chassis  described  in  the  second  semiannual  report*  Resistors  R^ 
and  R .  are  usually  fixed  as  noted  in  figure  4,  but  may  be  varied  if  more 
extensive  tests  are  required. 
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Figure  4.  Schematic  Diagram  of  Photoemission- 
Photogenerator  Measurement  Circuit 


4.  i  TASK  B  -  S£ALEO«OFr  PHOTOCeNCRATOA 

The  aim  of  this  task  U  to  construct  a  thin*  pHotoemltsXvc  poves 
converter  (Phase  2).  Ae  ^  intermediate  step*  the  photogenerator  is 
proceseed  in  a  demountable  vacuum  cystem  (Phase  1)  to  determine  its 
characteristics  as  a  function  of  the  anode-to-cathode  apaeing,  anode  surface* 
and  other  parameters. 

4.  3. 1  Phage  I  -  Bell^Jar  Experiment 

Three  additional  bell«>jar  experiments  were  conducted  but 
none  produced  useful  data  with  respect  to  the  characteristics  of  the  photo* 
generator.  The  pumping  schedule  outlined  in  the  second  semiannual  report 
was  used  with  minor  variations  (i.  e. .  greater  amount  of  cesium,  cesiation 
can  heated).  No  difficulty  was  experienced  with  evaporation  of  the  base 
metalSy  antimony  and  manganese.  However,  cesiation  did  not  produce  the 
desired  effects.  Consequently,  it  must  be  concluded  that  in  every  case 
cesiation  was  incomplete.  While  there  was  definite  evidence  of  photo¬ 
emission,  the  magnitude  was  so  small  that  true  space  charge  conditions 
could  not  be  established  to  test  the  photogenerator  concept.  This  test 
requires  that  a  sufficient  number  of  photoelect rons  is  emitted  to  constitute 
a  space  charge  somewhere  between  the  photocathode  and  a  movable  anode. 

By  moving  the  anode  relative  to  the  photocathode  by  known  increments  and 
measuring  the  efficiency  of  the  photogenerator,  it  should  be  possible  to  find 
the  optimum  anode-to-cathode  spacing  for  maximum  efficiency. 

Experience  with  the  bell- jar  processing  system  showed 
that  a  number  of  factors  contributed  to  incomplete  cesiation.  In  spite  of  the 
care  taken  to  minimize  the  number  of  components  used  in  the  vacuum  sys¬ 
tem,  the  nvimber  was  still  considerable  and  each  component  was  a  source  of 
gas  during  cesiation.  Also,  the  volume  of  the  bell-jar  was  too  large  to 
permit  sufficient  cesium  pressure  to  be  built  up  to  allow  Che  formation  of 
cesium  antimonide,  particularly  if  a  portion  of  the  cesium  was  removed  as 
a  result  of  gettering  the  occluded  gases  within  the  bell-jar  walls. 
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TJia  ecolitt  trap,  although  successfully  used  for  the 
reduction  of  oil'backstreaming,  could  not  be  isolated  Irom  the  bell-jar  during 
its  degassing  cycle  and  isjss  a  possible  contributor  of  gas.  The  zeolite  can 
be  expected  to  have  a  high  affinity  for  cesium  and  may  actually  act  as  a 
cesium  getter. 

Deficiencies  with  the  photocathode  substrate  transport 
mechanism  (see  figure  5)  were  also  noted.  To  have  close  spacing  and 
parallelism  between  the  photocathode  and  anode,  the  mechanical  tolerances 
of  the  transporting,  device  had  to  be  closely  held.  However,  this  was  not 
practical  due  to  the  amount  of  play  in  the  rotary  motion  device.  Because  of 
the  cantilever  construction  of  the  transporting  device,  it  would  not  be 
possible  to  apply  adequate  pressure  to  make  the  indium  cold  seal  during  the 
final  sealing  step  of  the  processing. 

In  general,  the  bell- jar  approach  had  certain  inherent  dis¬ 
advantages  which  could  not  be  overcome  within  a  reasonable  amount  of  time, 
and  which  were  not  immediately  apparent  at  the  start  of  the  investigation. 

3.  2  Phase  2  -  Sealed-Off  Glass  Photogenerator 

Most  of  the  work  during  this  period  was  performed  on  the 
WX-4220,  the  WX-3964,  and  the  bell-jar  experiments.  Little  work  was 
done  with  the  WX-4209.  Five  sets  of  parts  were  readied  for  sealing  exper¬ 
iments  with  the  WX-4209  and  an  anode  support  and  mesh  assembly  were  used 
as  the  anode  in  the  last  two  bell -jar  experiments;  however,  no  active  attempts 
to  assemble  the  anode  and  glass  backing  plate  were  made. 

In  preparation  for  the  work  of  the  next  period,  several 
changes  were  made  in  the  design  of  the  WX-4209.  The  aperture  of  the  photo¬ 
cathode  was  reduced  to  2-5/8  inches  and  the  anode  design  was  changed  to 
permit  the  use  of  an  anode  mesh  support  ring  (see  Appendix  C).  This  ring 
will  permit  the  anode  mesh  to  be  welded  to  the  anode  mesh  support  as  shown, 
and  will  prevent  the  stray  ends  of  the  mesh  from  contacting  the  photocathode. 
The  material  of  the  anode  is  to  be  Sylvania  Alloy  No.  4  or  an  equivalent 
metal  (Driver  Harris  No.  14;  Carpenter  No.  426)  having  the  coefficient  of 

_7 

expansion  of  soda-lime  glass  (92  x  10  tm/cm/'^C). 
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Figure  5.  Transport  Device  Attachment  for  Use  in  Kinney  Station 


SECTION  Y 


CONCLUSIONS 


It  was  fovind  that  the  bell^jar  proceasing  station  w»t  not  the  Ideal  con¬ 
figuration  within  which  to  tnake  photogenerators.  Its  limited  accessibility^ 
large  voliune,  and  unwieldiness  were  noted  during  the  course  of  the  bell- jar 
experiments,  and  it  was  observed  that  full  cealation  of  the  photosensitive 
surface  was  never  effected.  Work  vnth  the  WX-4220  showed  that  cleanliness 
was  of  greater  importance  than  heretofore  believed.  Even  though  the  photo- 
response  of  a  given  WX-4220  was  high  at  some  time  during  its  processing, 
the  photoresponse  invariably  was  low  upon  tip-off,  indicating  incomplete 
formation  of  cesium  antimonide.  Normally,  cesium  antimonide  is  a  stable 
compound  at  room  temperature  and  only  the  presence  of  contaminants  will 
cause  it  to  disappear.  .  Finally,  the  evidence  of  the  YOC-3964  tubes  assem¬ 
bled  in  the  Camera  Tube  Section,  and  successfully  processed  at  Baltimore, 
points  out  the  importance  of  adequate  processing  prior  to  on-the-pump  pro¬ 
cessing,  and  shows  that  the  pumping  schedule  and  pumping  equipment  for  the 
WX-4220  was  reasonable  for  this  purpose,  since  these  tubes  showed  com¬ 
parable  photoresponses  to  those  pumped  in  tiae  Camera  Tube  Section. 

The  main  difference  between  the  WX-4220  and  WX-3964  tubes  was  the 
•extensive  cleaning  and  firing  done  on  the  WX-39f>4  parts  at  the  Camera  Tube 
Section,  as  compared  with  only  chemical  cleaning  done  at  the  Baltimore  Lab¬ 
oratories.  Evidently,  chemical  cleaning  is  not  sufficient  processing  for 
phototubes  and  it  is  necessary  to  further  degas  the  components  parts.  Pro¬ 
visions  are  being  made  to  vacuum  fire  the  lVX-4220  metal  and  ceramic  parts 
before  assembly  within  the  tube. 
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The  same  precautions  apply  to  the  parts  within  the  bell-jar  processing 
station.  Due  to  the  large  physical  size  of  some  of  the  components  contained 
within  the  bell- jar.  it  was  not  possible  to  vacuum  fire  them  using  the  equip¬ 
ment  on  hand  at  that  time.  Some  outgassing  was  done  during  the  couiTse  of 
the  processing  by  virtue  of  the  heat  radiated  by  the  zeolite  trap  and  substrate 
heater  contained  within  the  bell-jar.  but  it  was  insufficient  to  cause  complete 
degassing.  In  particular,  the  bell -jar  could  not  be  heated  to  a  suitable  tem¬ 
perature  due  to  the  danger  of  implosion:  all  these  factors  contributed  to  the 
large  volume  of  contaminating  gases  suspected  to  be  within  the  system. 

Also,  when  the  zeolite  trap  was  being  outgassed,  the  evolved  gases  would  be 
discharged  into  the  be.ll-jar,  since  there  was  no  way  to  isolate  the  trap  from 

the  bell-jar. 

Therefore,  in  addition  to  the  objections  given  to  the  bell-jar  process¬ 
ing  system  in  the  second  semiannual  report,  experience  with  the  WX-4220, 
WX-3964,  and  the  bell-jar  experiments,  added  substance  to  the  belief  that 
a  radical  change  was  necessary  in  the  processing  system.  This  change  was 
tentatively  outlined  in  the  second  semiannual  report  and  is  shown  schemati¬ 
cally  in  figure  6,  and  to  scale  in  figure  7.  The  aspect  of  the  glass  cross  has 
been  changed  from  the  one  shown  in  the  second  semiannual  report,  to  one 
that  avoids  a  cantilever  arrangement  for  the  anode  assembly  transport 
structure.  Figure  8  is  a  sketch  of  the  anode  support  structure  and  may  be 
seen  to  have  provisions  for  attaching  an  ULTEK  gettering  pump  and  a  cesium 
generator.  The  latter  would  be  of  the  normally  stable  cesium  chromate- 
silicon  mixture,  placed  in  a  nickel  tube,  and  capable  of  being  heated  by  RF 

energy. 

Figure  9  shows  the  photocathode  substrate  support  structure,  includ¬ 
ing  the  antimony  and  manganese  metal  evaporators.  Reference  to  figures 
8  and  9  will  show  that  when  the  stainless  steel  constriction  and  anode  sup¬ 
port  plate  are  in  a  horizontal  line,  the  volume  between  the  photocathode 
substrate  and  tlie  anode  is  closed  off  from  the  rest  of  the  system.  In  this 
position,  it  is  also  possible  to  operate  the  ULTEK  gettering  punlp  by 
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connecting  a  high  voltage  to  the  pump  through  an  extensible  connector  pass¬ 
ing  through  the  bottom  plate  holding  the  anode  assembly  transport  device. 
During  the  sealing  of  the  anode  and  cathode,  this  pump  will  be  useful  in  de¬ 
termining  the  quality  of  the  seal,  since  it  is  also  a  vacuum  indicator.  During 
the  sealing  procedure,  a  small  amount  of  rare  gas  can  be  introduced  into  the 
system,  and  leakage  of  this  gas  through  the  photocathode -anode  seal  can  be 
detected  by  the  pump.  In  particular,  this  arrangement  permits  the  cesium 
to  be  released  within  a  small  volume  so  that  sufficient  pressure  may  be 
built  up  within  this  volume  to  allow  the  cesium  antimonide  reaction  to  go  to 
completion. 

One  of  the  objectives  of  the  first  year  of  investigation  was  the  determi¬ 
nation  of  the  efficiency  of  the  photogenerator  as  a  function  of  the  distance  be¬ 
tween  the  photocathode  and  anode.  Due  to  the  difficulties  with  the  bell-jar 


Figure  8.  Anode  Support  Structure 
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for  either  WX-4209  or  WX-4220  processing.  When  the  Kinney  system  is 
not  used  for  processing,  it  can  be  kept  in  operation  thereby  maintaining  the 
Biondi  trap  in  a  condition  of  continual  readiness.  This  was  not  possible  with 
the  bell -jar  system,  and  it  was  necessary  to  go  through  a  long  (one  day)  de¬ 
gassing  period  prior  to  processing.  All  in  all,  the  proposed  design  is  ex¬ 
pected  to  resolve  the  problems  experienced  with  the  bell -jar  processing  sys¬ 
tem,  and  provide  a  versatile  processing  setup  for  all  phases  of  the  photo¬ 
generator  program. 


Figure  9.  Photocathode  Substrate  Support 
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Figure  10.  Movable  Processing  Bench 


Figure  11.  Kinney  Station  (Revised) 
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SECTION  VI 

program  for  next  interval 

6. 1  GENERAL 

Based  upon  the  investigations  performed  during  the  past  year, 
the  effort  during  the  next  interval  will  be  aimed  in  three  main  directions: 

a.  The  glass  tubing  processing  system  construction  and  utili* 

zation; 

b.  Construction  euid  processing  of  WX-4220  photoemissive 
control  tubes; 

c.  Construction  and  sealing  technique  of  the  WX-4209  photo- 

emissive  solar  power  converter. 

In  addition,  several  subsidiary  programs  will  be  undertaken, 

some  of  which  will  be  extensions  of  work  started  during  the  last  period, 
while  others  will  be  generated  by  results  obtained  during  this  reporting  pe¬ 
riod. 

To  conform  to  the  statement  of  work  on  the  "Proposal  for  Photo - 
emissive  Solar  Power  Converter"  dated  16  September  I960,  the  Task-Phase  . 
notation  will  be  changed  as  follows: 

Task  A  -  Preliminary  Studies 

Phase  1  -  Electrode  Surface  Studies 
Phase  Z  -  Glass  Tubing  Processing  System 
Phase  3  -  WX-4220  Photoemission  Control  Tube 
Phase  4  -  Measurement  Techniques 


31 


9462 


Task  B  -  WX-4209  Thick-Glass  Photogenerator 

Phase  1  -  WX-4209  Vacuum  Sealing  Methods 

Phase  2  -  WX-4209  Glas s -Sandwich  Photogenerator 
(Demountable) 

Phase  3  -  WX-4209  Glas s -Sandwich  Photogenerator 
(Sealed-Off) 

Task  C  -  Thin-Glass  Photogenerator 

Phase  1  -  Thin-Glass  Vacuum  Sealing  Methods 

Phase  2  -  Thin-Glass  Sandwich  Photogenerator 
(Demountable) 

Phase  3  -  Thin-Glass  Sandwich  Photogenerator  (Sealed-Off) 
The  following  areas  will  be  concentrated  upon  during  the  next 

period: 

a.  Task  A,  Phase  2  -  Glass  Tubing  Processing  System; 

b.  Task  A,  Phase  3  -  WX-4220  Photoemission  Control  Tubes; 

c.  Task  B,  Phase  1  -  WX-4209  Vacuum  Sealing  Methods. 

6.  2  TASK  A,  PHASE  2  -  GLASS  TUBING  PROCESSING  SYSTEM 

A  brief  description  of  the  glass  tubing  processing  system  and  the 
reason  for  its  necessity  is  covered  in  Section  V.  The  component  parts  will 
be  made  and  tested  on  the  vacuum  system.  A  partial  list  of  the  problems 
that  are  expected  during  the  construction  amd  shakedown  are  as  follows: 

a.  Outgassing  of  the  components; 

b.  Design  of  evaporators; 

c.  Heating  of  components  during  cesiation; 

d.  Measurement  of  temperature; 

e.  Mechanical  alignment  of  aiiode  and  photocathode; 

f.  Procedure  and  configuration  for  sealing  under  vacuum 
(together  with  Task  B,  Phase  1); 

g.  Feasibility  of  operating  processing  system  with  5  liter  per 
second  Vaclon  Pump. 

During  the  testing  of  the  processing  system,  parts  made  for  the 
WX-4209  will  be  used  since  this  will  be  the  photogenerator  configuration  that 
will  be  made  during  this  period. 
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TASK  A,  PHASE  S  •  WX-4220  PHOTOEMISSION  CONTROL. 

TUBE 

The  work  upon  thia  tube  will  take  place  coincidentally  with  work 
done  with  the  glass  tube  processing  system,  since  the  results  will  be  directly 
applicable.  The  processing  of  this  tube  will  be  altered  to  Include  vacuum 
firing  of  parts  prior  to  use,  and  the  magnitude  of  the  photoemission  current 
will  be  used  as  before  to  gage  the  degree  of  cleanliness  required  in  the  proc¬ 
essing  system. 

6.4  TASK  B,  PHASE  1  •  WX-4209  -  VACUUM  SEALING  METHODS 
The  work  will  concentrate  upon  sealing  the  glass  and  metal  parts 

of  the  anode  subassembly,  since  this  subassembly  is  required  for  both  the 
sealed-off  and  demountable  versions  of  the  WX-4209.  At  the  same  time, 
work  will  be  started  upon  sealing  the  photocathode  to  the  anode.  This  will  be 
done  first  in  air,  then  on  dummy  tubes  within  the  processing  system  in  an 
effort  to  determine  a  sealing  method  compatible  with  the  method  of  process¬ 
ing. 

6 . 5  OTHER  WORK  TO  BE  PERFORMED 

Task  A,  Phase  4  (Measurement  Techniques)  will  be  continued. 
This  phase  will  be  concerned  not  only  with  electrical  measurements  of  effi¬ 
ciency  of  the  photogenerator,  but  also  the  determination  of  the  equivalent 
circuit  of  this  device,  its  spectral  sensitivity,  and  the  design  of  experiments 
required  to  prove  the  photogenerator  concept  or  to  optimise  its  efficiency. 

It  is  expected  that  this  will  also  pave  the  way  for  an  assessment  of  the  effect 
of  the  electrode  surface  (Task  A,  Phase  1). 

6.6  SCHEDULE  OF  WORK 

A  schedule  for  the  next  two  periods  is  given  in  figure  12,  showing 
the  comparative  time  occurrence  of  the  various  phases  of  the  program  given 
in  Task-Phase  Notation.  Although  it  is  difficult  to  predict  what  the  outcome 
of  various  investigations  will  be  and  base  a  firm  schedule  upon  this  predic¬ 
tion,  the  well-defined  program  set  forth  in  figure  12  will  permit  the  use  of 
this  schedule  as  a  series  of  reasonable  goals. 
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TASK  A 

PHASE  I  -  SURPACI  STUDIES 

«PHASE  2- GLASS  TUBING  PROCESSING  SVSTEM  -  DESIGN 

GLASS  TUBlNB  PROCESSING  SYSTEM  -•  CONSTRUCTION 
GLASS  TUBING  PROCESSING  SYSTEM  —  TEST 

•■PHASE  3  WX-42tO  -  PARTS  FABRICATION 
WX-4220  -  PROCESSING 
TEST 

•  PHASE  4- measurement  -  PLANNING 

EQUIVALENT  CIRCUIT 


TASK  B 

•  PHASE  I-  WX-  4209  -  SEALING  TECHNIQUES  -  ANOOE  SUBASSEMBLY 
WX-4209  -  sealing  TECHNIQUES-  ANOOE  TO  CATHODE 

PHASE  2-WX-  4209  -  DEMOUNTABLE  -  PARTS  DESIGN 

PARTS  PREPARATION 
TEST  ANO  PROCESSING 
SUBASSEMBLIES 

PHASE  3- WX-  4209  -  SEALED  OFF- PARTS  PREPARATION  AND  FABRICATION 

PROCESSING 

TEST  ANO  evaluation 
SUBASSEMBLIES 


TASK  C 

PHASE  I  -  Thin  glass  sealing  -  techniques 

TEST 

PHASE  2,3-  thin  glass.  DEMOUNTABLE,  AND  SEALED  OFF-  PARTS  DESIGN 

PARTS  PREPARATION 
PROCESSING 

PROCESSING  AND  SEALING 


tm*. 

'! 

J 

WX  4209  TUBE 

DESIGNED 

--  —  ppn 

26  FEB 

monthly  report  trips 

semiannual  report 

29 

29  •  19  22  29 


— 

- 

9  12  19  26 

2  9  16  23  90 

-  PARTS  DESIGN 

PARTS  PREPARATION 
PROCESSING 

PROCESSING  AND  SEALING 


SECTION  VII 

IDENTIFICATION  OF  PERSONNEL 

7.  1  PERSONNEL  ASSIGNED 

IGOR  LIMANSKY  (2086  hrs. ,  28.  5%  of  Total  Effort  to  Date) 

Education 

University  of  Rochester,  B.S.  in  Mechanical  Engineering,  1945 
New  York  University,  M.  S.  in  Electrical  Engineering,  1953 
University  of  Michigan,  M.  S.  in  Nuclear  Engineering,  1957 
Professional  Experience 

1947  -  1955  Amperex  Electronic  Corporation,  Hicksville,  Long  Is¬ 
land,  New  York.  Engineer.  Designed  a  variety  of  test 
equipment  to  check  hydrogen  thyratrons,  magnetrons, 
high-voltage  rectifiers,  and  geiger  tubes. 

1955  -  1959  The  Martin  Company,  Baltimore,  Maryland.  Senior 

Engineer.  Circuit  design  engineering,  pulse  and  wide¬ 
band  VHF  amplifier. 

Since  1959  Electronic  Tube  Division  of  Westinghouse  Electric 
Corp. ,  Baltimore,  Marylcind.  Senior  Engineer. 
Development  work  on  special  electron  devices. 

Military  Service 

1943  -  1946  U.S.  M.  C.  R.  Participated  in  the  occupation  of  North 
China- 

Accomplishments 

Two  papers  on  hydrogen  thyratron  jitter  given  at  the  Third  and  Fourth 
Hydrogen  Thyratron  Symposium. 

Affiliations 

Member  of  the  XR£ 

American  Physical  Society 
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ARTHUR  5.  JENSSN  (546  hri. ,  7.  4%  of  Total  Effort  to  9ate) 

Edueatioa 

University  of  Pennsylvania,  B.S. ,  1930 

University  of  Pennsylvania,  M.S.  in  Physics,  1939 

University  of  Pennsylvania,  Ph.  D.  in  Physics,  1941 

Professional  Experience 

1941  Naval  Research  Laboratory,  Washington,  D.  C. 

Research  Physicist.  Research  in  radar  circviits. 

1945  -  1957  RCA  Laboratories,  Princeton  New  Jersey.  Research 
Physicist.  Research  and  invention  in  fields  of  storage 
tubes  (The  Radechon),  switching  and  coding  tubes,  pulse 
amplitude  analyzers,  color  television  systems,  band* 
width  compression,  panel  displays,  gas  discharges, 
secondary  emission  of  insulators. 

Since  1957  Electronic  Tube  Division  of  Westinghouse  Electric 

Corporation,  Baltimore,  Maryland.  Section  Manager. 
Direct  research  and  invention  in  fields  of  storage  tubes, 
switching  and  coding  tubes,  photoelectric  devices,  infra¬ 
red  detectors,  and  other  special  electron  devices. 

Military  Service 

1941  -  1945  U.  S.  Navy,  Officer-Instructor  in  Physics,  U.S.  Naval 
Academy,  Department  of  Electrical  Engineering. 
Captain,.  USNR. 

Accomplishments 

Eight  patents  have  been  issued,  four  patents  are  pending,  and  ten 

Westinghouse  disclosures  are  in  process. 

Fifteen  articles  in  Phys  Rev.,  RCA  Rev,  Amer.  J.  Phys,  etc. 

Affiliations 

Senior  Member  of  the  IRE. 

Editor  of  "The  P.  S.  , "  Local  Bulletin  of  the  Princeton  Section  of  the 

IRE,  1955  and  1956. 

Member  of  the  IRE  sub -committee,  7.-10,  Storage  Tubes. 

Member  of  American  X^ysical  Society,  American  Association  of 

Physics  Teachers,  AAAS,  U.  S,  Naval  Research  Reserve,  Pi  Mu 

Epsilon,  and  Sigma Xi. 
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EDWIN  r.  WOOD  (1791  hr#.  •  4%  ol  Total  Eflovtto  Date) 

Education 

Rochester  Institute  of  Technologyt  A*A.S.  in  Oiemlatry*  19M* 
Rochester  Institute  oi  Technology,  B.5*  in  Industrial  Chemi«try,  1956. 


Professional  Experience 

I9SI  •  1953  Westinghouse  Electronic  Tube  Division,  Elmira,  New 
York.  Laboratory  Technician  in  Applications  Engineer¬ 
ing. 

1953  -  1956  Navy  Ordnance  Division,  Eastman  Kodak  Company, 
Rochester,  New  York,  Technician  in  Metal  Plating, 
Metallurgical.  Analytical,  Plastic,  and  Quality  Control 
Laboratories. 


1956  •  1958  RCA  Electron  Tube  Division,  Harrison,  New  Jersey. 

Associate  Engineer.  Chemical  and  Physical  Laboratory. 
Development  work  on  vacuum  tube  materials  and  pro¬ 
cessing. 


1958  -  1959  Nicolet  Industries,  Florham  Park,  New  Jersey. 

Chemist.  Research  and  analytical  development  work  on 
asbestos  products  and  fiberglass -plastic  laminates. 


Electronic  Tube  Division  of  Westinghouse  Electric 
Corporation,  Baltimore,  Maryland.  Associate  Engineer. 
Working  on  development  of  special  electron  devices. 


Military  Service 

1944  -  1946  U.S.  Army.  Heavy  weapons  infantry,  radio  school  and 
military  police. 


Ac  c  ompli  shments 

RCA  Technical  Report,  "The  Effect  and  Remedies  of  Parasitic 
Oscillations  during  the  Aging  and  Life -testing  of  Tubes.  " 

Patent  disclosure  related  to  above  concerning  a  device  for  internal 
suppresion  of  parasitic  oscillations. 

Affiliations 

Associate  Member,  Institute  of  Radio  Engineers. 

Student  Affiliate  of  American  Chemical  Society. 

Member  ©f  American  Radio  Relay  League. 
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T.  2  OTHER  CNCXNEER2NQ  ASSISTANCE 

(641  hrs.  (  t.  7%  of  Total  Effort  to  Date) 

7 . 6  TECHNXCIAU  SUPPORT 

(2277  hrs.  •  3.  IQ%  of  Total  Effort  to  Date)  ^ 

7.4  ERRATA 

The  figures  given  above,  represent  a  corrected  estimate  of  the 
total  effort  since  the  beginning  of  the  contract  6  September  1959.  The  Sec¬ 
ond  Semiannual  Report  figures  given  in  Section  VII  are  in  error,  since  the 
total  effort  during  the  period  8  September  1959  through  31  December  1959 
was  not  included.  The  Second  Semiannual  Report  must  Ukerefore  be  corrected 
to  read  after  each  accounting:  {"....  of  Total  Effort  this  period)  instead  of 
("....  Total  Effort  to  date). 


APPENDIX  A 
TUBE  PROCESSING  DATA 

The  following  tables  show  oa-the-pump  processiag  information  on 
representative  tubes. 
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IH  ■■ 

OPERATION 

TEMPERATURE 

TIME 

t 

<Ag-Bi) 

(amperes) 

X 

(getter) 

(amperes) 

1 

(cesium) 

(amperes) 

Bake 

400*  C 

60  minutes 

Leak  check 

Room 

Getter  outgas 

Room 

Ag-Bi  outgas  and 

Room 

1  minute 

1.0 

Evaporation 

Room 

1  minute 

1.  » 

Room 

1  minute 

1.75 

2.0 

Oxidation 

Room 

1  minute 

Cesiation 

150*  C 

4.  5 

150*C 

1  minute 

5.0 

!50*C 

1  minute 

5.4 

150*C 

2.  5  minutes 

6.  2 

6.2 

0 

6.2 

0 

TA8l«£ 

TUBFMO.  WX-3964-2 

i 


1 

IMAGE 

■J 

PRESSURE 

*PB 

(microamps) 

PERCENT 

EEMARKS 

(cesium) 

(amperes) 

leads 

( (mm  Hg) 

TRANSMISSION 

• 

Manifold  valve  open 

-6 

2.  4x  10 

Not  done 

4-7 

4.7 

4-7 

50  percent  transmission 

4-7 

0.150 

Glow  discharge 

4.5 

3-6 

Until  outgassing  completed 

5.0 

3-6 

• 

5.  4 

3-6 

8  X  10’: 

6 

Valve  open 

6.  2 

3-6 

8  X  10 

18 

Valve  open 

6.  2 

3-6 

12 

Valve  open 

0 

3-6 

8  X  10’® 

.4 

Valve  open 

6.  2 

3-6 

8  X  10’^ 

12 

Valve  closed 

0 

3-6 

8  X  10" 

4 

Valve  closed 
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OPEHATXOW 

TEMPERATURE 

TIME 

. 

(Ag-Bi) 

(amperes) 

I 

(getter) 

(amperes) 

i 

'  (cesiiii 
(amper< 

Bake 

dOO*C 

60£  minute* 

Leak  cHeck 

Room 

Getter  outgas 

Room 

S  minatns 

4.0 

Ag-Bi  outgaa 

Room 

1  minuto 

1.0 

and  evaporation 

Room 

1  minute 

1.5 

Room 

1  minute 

1.75 

2.0 

Oxidation 

Room 

1  minute 

Cesiation 

150*C 

0 

150*C 

5 

150“C 

5.5 

150*C 

4.0 

150“C 

• 

6.4 

TABLC  A-i 
TUBE  NO.  WX.J964-1 


I 


1 


(cesium) 

(amperes) 


IMAGE 

LEADS 


PRESSURE 
(mm  Hg) 


*PB 

(microamps) 


PERCENT 

TRANSMISSION 


REMARKS 


Spark  faceplate  with  high 
voltage 


0 

5 

5.5 

6.0 

6.4 


4-7 

4-7 

4-7 

4-7 


0.150 


3«6 

3-6 

3-6 

3-6 

3-6 


1  X  10"? 
1  X  10’: 

I  X  lO’J 
1  X  lO’J 
1  X  lO’® 


0 

16 

13 

6 

12 


38  percent  transmission 

66  percent  transmission  (glow 
discharge) 

Valve  open 
Valve  open 
Valve  closed 
Valve  closed 
Valve  closed 


OPERATION 

TEMPERATURE 

TIME ' 

I* 

(Ag-Bi) 

(amperes) 

I 

(getter) 

(amperes) 

I 

(cesium) 

(amperes] 

On  exhaust 

250*C 

09:40 

(Bake) 

300*C 

10:05 

• 

400*C 

10:35 

Room 

10  second 

Ag-Bi  outgas 

Room 

13:15  + 

and  evaporation 

Room 

30  seconds 

1.0 

Room 

30  seconds 

1.5 

Room 

30  seconds 

1.7 

Room 

30  seconds 

2.0 

Room 

30  seconds 

2.  1 

Room 

30  seconds 

2  2 

Room 

30  seconds 

2.3 

Oxidation 

Room 

1  minute 

Cesiation 

165' 

0 

165' 

15  minutes 

3.8 

165' 

0 

165' 

1  minute 

5.0 

165' 

1  minute 

5.  4 

J65' 

Z  minutes 

5.8 
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■ 

I 

IMAGE 

PRESSURE 

*PB 

(microamps) 

^cesium) 

(amperes) 

leads 

(mm  Hg) 

■ 

T  X  10"* 

8xl0: 

2x  10 

0.10 

4-7 

0.  ISO 

• 

0 

3*6 

3.8 

3*6 

6  X  10  ’ 

0 

3*6 

5.0 

3-6 

1.0 

5.  4 

3*6 

3.S 

5.  8 

3*6 

10 

TABLS  A-S 

TUBE  NO.  WX-1964*E.4 


PERCENT 

TRANSMISSION 


remarks 


Glow  discharge  faceplate 
with  0- 


S  percent  transmission 

5  percent  transmission 

4  microamps  leakage  current 
Outgas 

0.  1  microamps  leakage  current 


OPERATION 

TEMPERATURE 

TIME 

t 

(Ag.Bi) 

(amperes) 

1 

(getter) 

(amperes) 

(ces 

(amp 

Bake 

400  ‘C 

1  hour 

• 

Getter  outga* 

Room 

5  minutes 

4.0 

Spark 

Room 

30  seconds 

Ag-Bi  outga*  and 

Room 

1  minute 

1.0 

evapa  ration 

Room 

1  minute 

IS 

e 

Room 

1  minute 

I.7S 

Room 

30  seconds 

2.0 

Room 

1.  5  minutes 

2.3 

Oxidation 

Room 

1  minute 

Cesiation 

150*C 

15  minutes 

3.S 

150*C 

1  minute 

150»C 

1  minute 

5.4 

ISO'C 

15:20 

0 

I50*C 

15:36 

6.8 

ISO'C 

15:40 

6.8 

150*C 

15:41 

6.9 

150*C 

15:42 

6.9 

150*C 

15:43 

6.6 

150*C 

15:45 

618 

« 

150*C 

15:47 

6.9 

150'C 

15:50 

7.0 

150*C 

16:51 

6.8 

150*C 

17:05 

0 

Room 

17:08 

0 

t  I  IMAGS 

etter)  (cesium)  LSAD5 
iperes)  (amperes) 


PRESSURE 
(mm  Hg) 


‘PE 

(microamps) 


1  X  10  ' 

(0.130) 


6.8 

3- 

0 

3- 

0 

3- 

2.80 
2. 70 


PERCENT 

TRANSMISSION 


REMARKS 


High  voltage  on  faceplate 

30  percent  trahemission 
3  percent  tranemiasion 

S  percent  transmission 

100 -watt  lamp  at  2  feet 
Anode  volts  ^20 


OPERATION 

1 

1 

1 

TEMPERATURE 

TIME 

1 

1 

1 

i 

X 

(Ag-Bi) 

(amperes) 

1 

(getter) 

(cunperes) 

Bak« 

1 

400*C 

1  hour 

Getter  outgas 

Room 

09:25 

2.0 

Spark  faceplate 

Room 

09:30 

Ag*Bi  outgas  and 

Room 

1  minute 

1.0 

evaporation 

Room 

1  minute 

1.5 

Room 

1  minute 

1.75 

Room 

09:37 

Oxidation 

Room 

1  minute 

Cesiation 

150‘C 

IS  minutes 

150*C 

1  minute  ~ 

• 

150‘C 

1  minute 

150*C 

10:35 

150*C 

10:45 

150*C 

10:46 

150*C 

10:48 

150*C 

10:50 

150*C 

10:54 

150*C 

10:57 

150*C 

10:58 

I50*C 

10:59 

150*C 

11:02 

1 

Room 

11:05 

Room 

11:09 

Flash  getter 

Room 

30  seconds 

5.0 

Room 

11:13 

TABLE  A-5 

TUBE  NO.  WX.a964-E-6 


I 

getter) 

nperes) 

1 

(cesium) 

(amperes) 

IMAGE 

LEADS 

PRESSURE 
(mm  Hg) 

*PE 

(micrcamps) 

PERCENT 

TRANSMISSION 

REMARKS 

• 

• 

2.0 

4-7 

• 

• 

4-7 

4-7 

.6 

4-7 

2. 5  X  10 

30 

(0.150) 

34 

No  glow  discharge 

3.8 

3-6 

100-watt  lamp  at  2  feet 

3-6 

Anode  volts  V20 

3-6 

• 

3-6 

3.5 

6.5 

3-6 

5.5 

6.5 

3-6 

10.0 

6.5 

3-6 

10.5 

6.5 

3-6 

12.5 

6.5 

3-6 

11.5 

6.5 

.  3-6 

6.5 

• 

6.5 

3-6 

*  9.2 

5.5 

3-6 

fCrop  heater  current  to 

1,1  amp  per  minute 

3-6 

13.0 

Drop  heater  current  to  zero 

0.0 

3-6 

15.0 

Over  raised  (leakage) 

0.0 

3-6 

* 

17.0 

5.0 

0.0 

5.0 
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OPERATION 

TEMPERATURE 

TIME 

I 

(Ag-Bi) 

(amperes) 

1 

(getter) 

(amperes) 

I 

(cesium) 

(cunperes] 

Evacuate 

Room 

13:30 

Bake 

200*C 

13:50 

300*C 

14:10 

400*C 

14:45 

dOO^C 

15:00 

, 

Room 

16:45 

Room 

08:00 

200*  C 

08:20 

200*  C 

08:35 

Room 

09:00 

Getter  outgas 

Room 

09:15 

7.0 

Ag-Bi  outgas  and 

Room 

30  seconds 

1.0 

evaporation 

Room 

30  seconds 

1.5 

Room 

30  seconds 

1.75 

Room 

30  seconds 

2.0 

Room 

30  seconds 

2. 1 

Room 

40  seconds 

2.2 

Spark  faceplate 

Room 

09:30 

Oxidation 

Room 

09:35 

Cesiation 

150“C 

13:30 

2 

150*C 

13:33 

3 

13:34 

4 

13:36 

4.5 

13:39 

5 

13:41 

S.2 

13:43 

5.5 

13:44 

5.0 

9> 


1  1  IMAGE  PRESSURE 

(getter)  (cesiutn)  LEADS  (mm  Hg) 

(amperes)  (amperes) 


TABLE  A-6 

TUBE  KO.  Vrx>39&4.S«t 


-  I  'ir  u 


-  -  !ivr';'s5  - 


*PE 

(microamps) 


PERCENT 

TRANSMISSION 


Turtt  off  oven 


Turn  off  oven 


&  minutes  degas 


30  percent 


36  percent  I  Clow  discharge 


OPERATION 


TEMPERATURE 


Cessation 


150*C 

150*C 

150*C 

150*0 

I50*C 

|50*C 

!50'C 

I50*C 

150*C 

ISQ’C 

150*C 

I50*C 

I50*C 

150*C 

150*C 

I50*C 

|50*C 

I50*C 

I50*C 

150*C 

Room 


TIME 

I 

(Ag.Bi) 

(amperes) 

I  . 

(getter) 

(amperes) 

(cesium) 

(amperes) 

13:46 

13:48 

5.4 

13:52 

5.8 

13:55 

5.8 

13:56 

6.0 

14:00 

5.4 

14:07 

6.0 

14:20 

6.0 

14:26 

• 

6.0 

14:31 

• 

6.0 

14:32 

5.0 

14:33 

4.0 

14:34 

3.0 

14:35 

2.0 

14:36 

1.0 

14:37 

0 

14:45 

14:46 

6.8 

14:50 

6.0 

15:00 

0 

TABLE  A-6  (Contiimed) 


I 

/ 

IMAGE 

PRESSURE 

*PE 

(microamps) 

PERCENT 

• 

REMARKS 

iS3 

(cesium) 

(amperes) 

LEADS 

Imm  Hg) 

TRANSMISSION 

3-6 

Otttga* 

S.4 

3-6 

0-5 

S.8 

3«6 

0.5 

s.s 

3»6 

l.S 

^.0 

3-6 

1.5 

5.4 

3-6 

1.75 

6.0 

3-6 

•A 

3.0 

4.0 

3-6 

6x  10  ^ 

7.5 

6.0 

3-6 

7.0 

6.0 

3-6 

6.0 

5.0 

3-6 

5.0 

4.0 

3«6 

4.0 

3.0 

3-6 

3.0 

2.0 

3-6 

2.0 

1.0 

3-6 

2.0 

0 

3-6 

2.0 

Reduce  cesium  current  to  7  amp 
per  minute 

6.8 

3.0 

6.0 

3.0 

0 

-6 

1.5 

Raise  oven 

2-5x10  ” 

1.5 

Tip-off 

OPERATION 


temperature 


B»ke  2S*C 

200*C 
300*  C 
400«C 

G«tter  outf  M  Room 

Spark  faceplato  Room 

Ag-Bi  oatgaa  and  Room 

ovaporatioa  Room 


Room 

Room 

Room 

Room 

Room 


Oxidation 

Ccfliation 


Room 

150*C 

1S0*C 


TIME 


1 

I 

CAg-81) 

(getter) 

(amperes) 

(amperes) 

09:15 


10:45 


2 


10:50 


30  seeonda  1.0 

30  second*  1.5 

30  oeconds  1 . 75 

30  seconds  2.0 

30  seconds  2. 1 

1  minute  2.2 
20  seconds  2.3 

1  minute 

12:00 

12:02 

12:05 

12:07 


12:12 

12:20 

12:25 

12:30 

12:40 

13:00 


14:00 
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OPERATION 


OPERATION 

TEMPERATURE 

j 

1  TIME 

-i 

1 

(Ag.Bi) 

(amperes) 

t 

(getter) 

(amperes) 

I 

(cesium) 

(amperes) 

Bake 

400*  C  i 

7  hours 

150“C 

15:02 

1 

i 

Getter  outgas 

Room 

5  minute* 

Z.D 

Ag«Bi  oatgas.aad 

Room 

30  seconds 

t.d 

evaporation 

Room 

30  seconds 

1.5 

Room 

30  seconds 

1.75 

Rpotn 

30  seconds 

2.0 

Room 

30  seconds 

2.1 

Room 

30  seconds 

2.2 

Room 

2  minutes 

2.3 

Oxidation 

Room 

Ce  station 

150*C 

6 

150*C 

1 

1 

$ 

I50*C 

1 

1 

1 

6 

150»C 

• 

1 

I 

4 

I50*C 

1  • 

( 

3 

150*C 

1 

1 

1 

2 

I50’C 

1 

0 

Reactivation 

!60*C 

6 

150*C 

6.S 

I50*C 

s.s 

150'C 

4 

ISO'C 

3 

150-C 

2 

TABLE  A*8 

TUBS  NO.  WK-3964-E-9 
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APPENOXXB 

CAljCVi«ATlOII8  FOR  PHOTOCBLl*  TESTING  STATON 

Photocell  test  Umps  «ro  eallbrated  la  eaadleo  la  a  specified  directioa* 
by  the  National  Bureau  of  Stan^sds.  The  geoatetsy  necessary  to  give  a  ' 
■olid  angle  subtending  o  tight  flna  of  L  lumens  is  calculated  below. 

By  definitioAt  4ff  lumens  per  candle  are  emltud  through  the  surface  of 
any  sphere  of  radius  R.  To  restrict  the  light  flux  for  the  purpose  of  measure' 
ment  of  photoemisslve  surfacesi  an  Iris  is  placed  at  a  dietaaee  R  from  the 
light  source  of  candle  power  1 M  showa  in  figure  B*l. 


Figure  B-1.  Photocell  Testing  Station  Geometry 
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•  Of  the  total  fluM  of  Aw  I  lumena  pasgin^  through  a  sphere  of  radius  R*  onl/ 
that  portion  passing  through  the  cap  is  desired,  t.ei.^L,  lumens.  This  is 
computed  by 


L  =  (total  light  flux)  x 

surface  area  of  sphere 


(2w  Rh  \ 

) 


where:  h  =  R  O  /  R^  - 


L  =  4»’I 

Thereforoi  solving  for  R  in  terms  of  the  other  variables. 


(Prom  figure  B*!) 


For  a  Westinghouse  Test  Lamp  5A/TI4P,  NBS  Designation  60S) 

1  -  115.6  candle  power 
L  3  1  lumen  desired 
d  -  l*inch  circular  aperture 

,0)  (-i^) 

R  =  r  .  '  ;  -  •  ».sj  Inclw# 

This  can  be  taken  as  the  distance  (R  -  h),  since  h  is  less  than  0,05  inch. 
Also,  by  similar  triangles,  the  dist£ince  between  a  3»inch  photocathode  and 
the  light  source  is  3  times  the  distance  between  iris  and  light  sourcet  or 
ZB-\/Z  inches. 

The  following  parameters  have  been  calculated  for  the  MBS  6053  photo* 
celt  test  light; 


Lumens 

Iris  d 
(inches) 

Distance  R 
(inches) 

0.1 

o.s 

15.1 

o.i 

1.0 

30.1 

t.o 

1.0 

O.S 

10.0 

1.0 

3.0 

tz 


APPENDIX  C 

TENTATIVE  design  OP  WX-4209 


Th«  Ibllowing  figure*  depict  the  tentatlva  design  ol  Ttdte  WX^4109 


0  photocatnods  suesrttATc 
0  ANOOC  MESH  8U»(>0Rr 
0  QIASS  BACK  PtATC 
®  GLASS  SPACER  RIMS 
0  ANODE  MESH  SUPPORT  RtNO 
0  ANODE  UCSH 


ItOlOV-SSI-VA-N 


Figure  C-1 .  YrX-4209  Photoemiseive  Power  Converter  Aeoembly 


AREA  •S  OI 

•  SO 
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Figure  C-Z 


.  WX-4209  PKotoemivfive  Power  Converter  «  MesH 
to  Anod*  S\4»port  Assembly 


£5 


I60IOVUI*VA-I« 


Figure  C-3.  7rx-4Z09  Photoeml**ive  Power  Converter 

Anode  Subassembly 


LVANIA  ALLOY  NO.  4 


4©00l  ^ 

haooo  xo-ooi 


1e01ov.991.vAH8 


Pigar©  C-5.  ■VnC-4209  Anode  Mesh  Suppovt 


irigwe  c*6.  WX-4209  Photoemistive  Power  Cen«rator 

Glass  Back  Plate 
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-fiiK 


•filUK 


MATERIAL:  MICROSHEET  OLASS 


rNiCKNE8» 

I  OCPCNPS  tiroN 

I  fuse  fl'tOMILS) 


Figure  C-7. 


WX*4209  Clase  Spauier  Ring  (5) 


Figure  C-9.  WX-4209  Photoemissive  Power  Generator 

Welding  Jig  -  Anode  Mesh  to  Anode  Support 


9462 


MANDATORY  DISTRIBUTION  LIST 
SEMI  ANNUAL  REPORT 
ARPA  ORDER  NO.  60-59 


Director 

Advanced  Research  Projects  Agency 
Washington  2 St  DuC. 

THRU!  OCSigOt 

ATTN;  8IGRD-4a-3  (S) 

Chief  Signal  Officer 
Department  ol  the  Army 
Washington  2 St  D.  C. 

ATTNl  SlGRD-4a-3  <8) 

Naval  Research  Laboratory 
Washington  2St  D.  C. 

ATTN;  Code  54  (1) 

Commanding  General 

Army  Ballistics  Missile  Agency 

Redstone  Arsenalt  Alabama  (1) 

Director 

Astro-Electronics  Division 
Communications  Department 
•>  U.  S.  Army  Signal  RAO  Laboratory 
(  Fort  Monmoatht  New  Jersey  (1) 

OASD  (R&E),  Rm  3E-1065 
The  Pentagon 
Washington  25,  O.  C. 

ATTN:  Technical  Library  (I) 

Chief  Signal  Officer 
Department  of  the  Army 
Washington  25.  D.  C. 

ATTN:  SIGRD  (0 

Director,  U.  S.  Naval  Research  Lab, 

Washington  25,  D.  C, 

ATTN:  Code  2027  (1) 


Commanding  Officer  A  Director 
U.  S.  Navy  Electronics  Laboratory 
San  Diego  52.  California  (l) 

Commander 

Wright  Air  Development  Division 
Wright-Patterson  Air  Force  Base, 

ATTN!  WCOSl-i  (2) 

ATTN:  WCLEPA  (l) 

Commander#  Air  Force  Command  and 

Control  Development  Division 

Air  Research  A  Development  Command 

United  States  Air  Force 

Laurence  G.  Hans  com  Field 

Bedford.  Massachusetts 

ATTN:  CROTR  (1) 

Comnoander#  Rome  Air  Development 
Center 

Air  Research  and  Development  Com¬ 
mand 

Oriffiss  Air  Force  Base,  New  York 
ATTN;  RCOIL-Z  (I) 

Commanding  General 

U,  S,  Army  Electronic  Proving  Ground 

Fort  Huachuca#  Arizona  (I) 

Director 

Armed  Services  Technical  Information 
Agency 

Arlington  Hall  Station 

Arlington  12#  Virginia 

ATTNt  TIP  DR  (10) 


73 


Chief,  West  Coast  Office 
U.  S.  Army  Signal  R&D  Laboratory 
75  South  Grand  Ave,  Bldg.  6 
Pasadena  2,  California  (!) 

Commanding  Officer 

U.  S.  Army  Signal  Material  Support 

Agency 

Fort  Monmouth,  New  Jersey 
ATTN:  SIGFM/ES-ADJ  (1) 

Commanding  Officer 
U.  S.  Army  Signal  R&D  Laboratory 
Fort  Monmouth,  New  Jersey 
ATTN:  SIGRA/SL-P  (1) 

ATTN;  SIGRA/SL-ADJ  <1) 

ATTN:  Director  of  Research  (1) 

ATTN;  Tech  Document  Center  (1) 

ATTN:  SIGRA/SL-PS  (5) 

Chief,  U.S.  Army  Security  Agency 

Arlington  Hall  Station 

Arlington  12,  Virginia  (2) 

Deputy  President 

U,  S.  Army  Security  Agency  Board 

Arlington  Hall  Station 

Arlington  12,  Virginia  (1) 

Mr,  George  B.  Ferguson 

U,  S,  Army  Ordnance  Missile  Com* 

mand 

ATTNt  ORDXM-RR 

Redstone  Arsenal,  Alabama  il) 

Dr.  S.  J.  Magram 
Army  Research  Office 
Office,  Chief  of  Research  &  Devel¬ 
opment 

Arlington  Hall  Station 

Arlington  12,  Virginia  (1) 

Mr.  B.  James  Wilson 
Naval  Research  Laboratory 
(Code  5230) 

Department  of  the  Navy 
Washington  25,  D.  C.  (1) 


Lt,  Comdr  F.  W.  Anders 
Bureau  of  Ships  (Code  353) 
Department  of  the  Navy 
Washington  2S»  O.  C*  fO 

14,  Comdr  George  L*  Bliss 
Bureau  of  Naval  Weapons  (Coda 
RAAE-5) 

Department  of  the  Navy 
Washington  25,  OuC,  (1) 

Major  W.  C.  Alexander 

Hg. ,  USAF 

ATTN:  AFDRD-AN 

Washington  25,  X>.  C.  (1) 

Mr.  George  W.  Sherman 

Wright  Air  Development  Division 
ATTN:  WCLEE 

Wright-Patterson  Air  Force  Base 

Ohio  (1) 

Mr.  G.  B.  Wareham 

Equipment  fa  Supplies  Division 

Office,  Fuels,  Materials  fa  Ordnance 

Office,  Director  of  Defense  Research 

and  Engineering 

Department  of  Defense 

Washington  25,  D.  C.  (1) 

Mr,  David  Novik 

National  Aeronautics  fa  Space  Admin. 
1512  H  Street,  N.  W. 

Washington  25,  D.  C.  (0 

Dr.  Nathan  W.  Synder 
Institute  for  Defense  Analysis 
Research  fa  Engineering  Support  Div. 
1825  Connecticut  Ave,  N.  W. 
Washington,  D.  C.  (1) 

National  Research  Corporation 
70  Memorial  Drive 
Cambridge,  Massachusetts 
ATTN:  Miss  N.  E.  Coughlin, 
Librarian  (1) 


74 


9462 


7*^(^)  7*" 


Commanding  Officer 
U.  S.  Army  Signal  R&D  Laboratory 
Fort  Monmouth,  New  Jersey 
ATTN:  SIGFM/EL-PD  (1) 

Or*  Norman  Rosenberg 

Air  Force  Cambridge  Research 

Center 

ATTN;  CRZAP 

L.  G.  Hans  com  Field 

Bedford,  Massachusetts  (1) 

Major  George  W.  Austin 

Air  Force  Ballistic  Missile  Division 

Headquarters  ARDC 

ATTN:  WDZW 

Air  Force  Unit  Post  Office 

Los  Angeles  45,  California  (l) 

Mr.  Rudolph  A.  Bradbury 

Air  Force  Cambridge  Research 

Center 

ATTN!  CRRSC 

L.  C.  Hans  com  Field 

Bedford,  Massachusetts  (1) 

Mr.  Joseph  B.  Brauer 

Rome  Air  Development  Center 

ATTN;  RCSG 

Griffiss  Air  Force  Base 

New  York  (X) 

Mr,  Joseph  N.  Hallisey,  Jr, 

NASA  Langley  Research  Center 
Langley  Air  Force  Base 
Virginia  (1) 

Mr.  Milton  Knight 
Bureau  of  Aeronautics 
(Code  AE-800) 

Department  of  the  Navy 
Washington  25,  D,  C..  (i) 

Mr.  George  £.  Thompson 
Wright  Air  Development 
ATTN:  WCLEP 

Wright-Patterson  Air  Force  Base 
Ohio  (1) 


Mr.  Albert  E.  voft  Doenhoft 
National  Aeronautics  &  Space  Admin. 


1512  H  Street,  N.  W. 

Washington  25,  D.  C.  (1) 

Mr.  Phil  Youngblood 

Army  Ballistic  Missile  Agency 

ATTN:  ORDAB-DCEG 

Redstone  Arsenal.  Alabama  il) 

Dr.  Ralph  Zirkind 
Bureau  of  Aeronautics 
Department  of  the  Navy 
Washington  25«  D.C.  (1) 

Mr.  R,  W,  Curran 

Boeing  Airplane  Company 

Seattle,  Washington  (1) 

International  Rectifier  Corp 

233  Kansas  Street 

El  Segundo,  California 

ATTN:  Dr,  C.  A.  Escoffery  (1) 

Texas  Instrument  Inc. 


Semi  Conductor  Components  Division 
P.  O.  Box  31 2 
Dallas,  Texas 

ATTN:  Pat  Brown  Cl) 

California  Institute  of  Technology 

4800  Oak  Grove  Drive 

Pasadena  3,  California 

ATTN:  Mr.  K.  Ray 

Jet  Propulsion  Lab  (0 

Radio  Corporation  of  America 
RCA  Laboratories 
Princeton,  N.  J. 

ATTN;  P,  Rappaport  (1) 

Lockheed  Aircraft  Corporation 

Missiles  k  Space  Division 

3251  Hemover  Road 

Palo  Alto,  California 

ATTN:  Dr.  W.  Kapp  (1) 


76 


Shockley  Transistor  Corp 
391  South  San  Antonio  Road 
Mountain  View,  California 
ATTN;  Dr,  W.  Shockley  (l) 

Vf.  R.  Grace  Chemical  Company 
Washington  Research  Center 

Clarksville,  Maryland  .  U) 

• 

The  Eagle -Picher  Company 
200  9th  Avenue,  N,  E, 

Miami,  Oklahoma  (1) 

Armour  Research  Foundation 
10  West  35th  St. 

Chicago  16,  niinoi* 

Transition  Electronic  Corp. 

16e-182  Albion  Street 
Wakefield,  Mass,  i^) 

Spectrolab,  Inc. 

7423  Varna  Avenue 

North  Hollywood,  California  (1) 

General  Electric  Company 

Monmouth  District  Office 

43  W.  Front  Street 

Red  Bank,  New  Jersey  <l) 

ITT  Components  Di-vrision 

P.  O.  Box  412 

Clifton,  New  Jersey 

ATTN:  Mr.  S.  Sherman  (1) 

Bell  Telephone  Laboratories 
Murray  Hill,  New  Jersey 
ATTN:  Mr.  U.  B.  Thomas  (1) 


Hoffman  Electronics  Corporation 

Semiconductor  Division 

1001  Arden  Drive 

El  Monte,  California 

ATTN:  Mr.  M.  A.  Zullo  (1) 


76 


^  L 


[ 

[ 

[ 

I 

I 

i 

1 

1 

1 

1 

1 

1 


1 


77 


■  *-  CL 

J  g  C  o  . 

:  CJ  (u  L 

C  c  ^ 

I  E  n  ! 

I  o  a.  ;5  *0  ^ 

n  «  ^  c  ' 

!  ^  Q  >.  g  I 

•i  j:  t  j:  u 

,  E  u  L<  g  ( 

P  •-  <  ^  »■ 

h  rt  rt 

u  g  •  «  * 

0  CD  w  «  I 

U  CC  P  0^  { 


C  c  L<  * 

2  o  ^  < 


?  ?  c 

'  g  q;  • 

Ml 

c  >■«  C  ^ 

c  (c  on  ^ 

O  a.:;r  - 


;  c  c  1-  ' 

"  ?  c  S 

cd  E  IS  o  Q 


I  >- 

•tl  "o  ,  I 

3  5  i  £ 

®  3  '« 

^  «  rt 

0  •=  >  S 
rt  £  o  9 
!:.  =  £•= 

£  ^  J  § 

Qtl  V  •C 
0  >-  X  ® 

0  5  §  -o 

3u  S  ’  « 


«  ^  5 

i  ■?  s  §  s 

3  i  >-  T  £ 

Kj  «C  Q  *  C 

a  *  °  X  « 


—  «  *0  g  o 

c  >  g  .c  X 

c  •«  X  -  ft. 

**  w.  «)  i 

*  o  * 

^  X  ^ 
«  ^  Tk 

bO  N  .  o  ‘ 

c  ^  o  g;  c 

S  '  2  c  X 

M  X  «  •" 

V  >  O  >  Cl 

O  ^  X  •'*  _e 

0  «  £  »«£ 

a.  f  o  .2  -o 


CL  c  ^  3! 

I  .5  ^  X 


■££.  S.1 

•=  3  ,!<  c 


a  £  o  “  "o 

M  L.  rtJ 

C  °  ti  rt  . 

3  c  5  SL  O 

3  .2P  X  ^ 

**  c.  •»»*.*  ™ 

I  w  t. 

«  4i  IS  ®  ^ 

tn  *0  a  c  c 

ft  «)  P  g 

“£  Mo 

"  ■?  «  L-  O 

o  ft  P  a 


I  >. 

'O  .  ■ 

23'.^ 
'  X  g  >M 


£  -s  >  ^ 

«  £  0  0 
g  -  P 

s  -  o  I 

g  'O  X  2 

bo  g  **  X 

®  ^  X  * 


*-  c  *0  .0 

X  0  «  S 


■p  ,2  CL  o 
X  ,><  c 


f  o  “if  0 

MIMe 

» 0  0  -r « 

:  .2  ■£  °  X  0 

i  L  ^  Ui 

3  »  i-t  >  0 

i  w  C  3 

■  —  g  *0  g  0 

r  >  g  X  X 

■  £‘S)-5-  ^ 
'  w  2  o  « 

•  >^  <  X  « 

:  «  p'  Tls 

)  o  L  M 

j  2P  N  •  0  i 

c  ^  o  w-  c 

•  01  '  #  C  J 

M  X  "  01  " 

1  01  >  QJ  >  o 

“£ 

i  a£  0  .2  •« 

I  DO  >K  g  ft 
C  ®  -  It  , 

'  .H  —  IT  ft)  L* 

3  X  t; 

*j  •'^  *4  It 

'  2  t!  X  >“ 
n  3  S  01  01 
CD  ^  O'  C  C 

3  "  E  01  S, 

»« £  g  X  0 

«  -O  01  L.  0 

W4  C  X  0  X 
0  It  ^  <2  a 


u 

M 

U 

u. 

£  £ 
c  c 

>S 

QC 

w 

«  i 

u 

Cfl 

>»  c 

g 

< 

W  X 

c 

J 

M 

U 

u 

g 

Z 

r  c 

It 

P 

g  'll 

K  — 

"c 

in 

*j  ft.  “ 

C  c  O  O 

c  ^  c  Q  u  ^ 

C  C  Ot  0  . 

0  a:r  -o  w 
(_)  u  W  £  re  2 
Q  >0  It  ir  . 

~  X  E  X  i  £ 

2  u  I-  g  It  r 


UNCLASSIFIED 


UNCLASSIFIED 


